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ABSTRACT

The Environmental Protection Agency’s open-path Fourier transform infrared (OP-FTIR)
activities include passive and active measurements in several stack and fugitive emission
monitoring applications. Extensive research has been devoted during the past twoyearsto
evaluate and validate various OP-FTIR technologies for the identification and detection of toxic
industrial compounds and chemical warfare agents, primarily in the gas phase. This paper
emphasizes the superiority of the active OP-FTIR systemover the passive system in detection
levels and data quality, and disputes misconceptions that are generally well accepted for FTIR
technologies. Additionally, a new approach for detection and identification of aerosolized threats
using an active modulated OP-FTIR is described. Revisiting the use of active OP-FTIR
techniques is recommended as recently many non-battlefield detection applications have
emerged.

INTRODUCTION

The United States Congress provided funding for the Environmental Protection Agency’s
(EPA) Office of Research and Development (ORD) to perform building protection and
decontamination research. ORD subsequently formed the National Homeland Security Research
Center (NHSRC) to perform this research as well as research relating to water systems security
and risk assessment. As a part of the building protection research program, existing monitoring
methods have been evaluated for applicability. Open-path Fourier transform infrared (OP-FTIR)
measurements are being used in several EPA stack and fugitive emission monitoring activities.
In the last two years, under NHSRC funding, extensive research has been devoted to evaluating
various OP-FTIR technologies for the identification and detection of toxic industrial compounds
(TICs) and chemical warfare agents (CWAS), primarily in the gas phase. We aso present a
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unigue method to simultaneously measure aerosol plumes such as spray field operations and
pesticide drifts. In these and many other cases, the plumes area mixture of aerosols and gases,
similar to low-vapor-pressure CWASs. This measurement method is directly applicable for
detection of low-vapor-pressure chemical agents.

Many of the CWAsand TICs exhibit strong infrared signals, which have led to an effort
to adapt the current EPA practices to address applicable need of homeland security. Inthe past,
the Department of Defense (DoD) required passive FTIR sensors as standoff techniques that did
not need powered radiation sources or mirrors to detect CWAs in the battlefield. However, many
recent military applications, like CWA stockpiles and force protection on permanent
installations, do not necessarily merit passive standoff FTIR systems. And there is an enormous
difference between the two types of FTIR configurations. In fact, the only eement they shareis
the interferometer that gives the instrument its name. And yet, we found alot of evidence that
many potential users do not distinguish between active and passive methods when considering
FTIR technology. The active OP-FTIR has much better detection capabilities and isfar less
prone to report false positive detections. Furthermore aerosol and gas-phase particles may be
detected and identified only with a stable, modulated, active OP-FTIR instrument.

1. ACTIVE VS PASSIVE FTIR FOR VAPOR DETECTION

The schematics portrayed in Figure 1 illustrate the two possible configurations of active
OP-FTIR systems: bistatic, in which the infrared radiation source and the detector are on the
opposite sides of the beam path (upper diagram), and monostatic modulated, in which the source
and the detector are on the same side (lower diagram) of the optical path. A passive
configuration is similar to the bistatic configuration; however, it relies on natural surfaces that
are only afew degrees different in temperature from the absorbing or emitting medium.

The monostatic configuration is more frequently used in emission monitoring
applications, asit provides stable and sensitive concentration results. In this configuration the
very hot radiation source (1500K) is modulated by the interferometer before the beam is
transmitted out to the atmosphere. A corner-cube retroreflector is placed on the other side of the
beam path to return the beam diredly back to the detector. Such a configuration allows the
cancellation of background radiation that may introduce noise and error to the measurement due
to atmospheric temperature scintillation effects.



InEriammeie

ALz birngg Plecdiurm

Racewning
Sptics

A
KX

Crtemshae

Ahanrhing bhadiim

SR
—mi=

IE source

Addifinsal
Haorm i plither

—mi = o g = e . . _'q__"*-.._
.-J IR Padt i rrIH-rF.IE;l_:iM:HIUIHU \ It gremacter '_.J*
—q""t:'"""""‘""’"‘"""“":.' ____ — st SJJ':FM
Sewormtlastar Sy i L i
% e vy
e Teaan o

Figure 1. Active OP-FTIR configurations.
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The quality of spectral data collected in the monostatic configuration is demonstrated in
Figure 2. Three overlapping compounds are visible in a measurement campaign conducted in a
Kentucky landfill where humidity was profound. The CLS analysis of the spectral region sohwn
in Figure 2 yielded path-averaged concentrations of 761 ppb of ethanol, 814 ppb of ammoniaand
49 ppb of methanol. Our newly developed real-time classical-least-square (CLS) software can
identify the compounds, handle water interference, and minimize the incidence of false positives.
Such quality analysis can be achieved only with the modulated active system. Still, at elevated
temperature, non-modulated bistatic configuration OP-FTIR can perform much better than the
passive FTIR both in detection levels and in occurrence of false positives.
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Figure 2. A field spectrum measured (red trace) and reference spectra of ethanol (blue trace), ammonia
(green trace) and methanol (purple trace).

The EPA is considering using active OP-FTIR sensors (modulated and non-modul ated)
that utilize sources operating in the range of 300—1500 K. Our current hardware is an evolution
of an OP-FTIR spectrometer originally developed for air quality monitoring of volatile organic
compounds in the vapor phase. It uses a cooled mercury—cadmium telluride detector to
accommodate the sensitivity requirements. In addition to furthering the development of the
spectrometer hardware, we currently provide real-time software to identify CWA and TIC in
both phases and with unprecedented sensitivity. Figure 3 provides an example of the EPA’s
evaluation results. Sulfur hexafluoride detection levels were determined for a wide range of
source temperatures from 4 to 300C above ambient conditions for a non-modulated bistatic
configuration. It is obvious from this example that as little as 70 C above ambient is sufficient to
achieve a marked improvement in detection limit over the passive approach.
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Figure 3. Active non-modulated OP-FTIR detection limits as a function of source temperature.

The high source temperature can provide more than 80-fold increase in the infrared
radiant flux emitted per unit areain the 7-14-um spectral fingerprint region compared to passive
FTIR. Asaresult, the active OP-FTIR sensors can detect CWAs such as GA, GB, GD, HD and
Lewisitein the range of 1to 10 rTg/mS. These levels are orders of magnitude lower than those
that passive systems are capable of detecting. Also with the progress being made in broad band
guantum cascade (QC) laser technology, radiation sources for FTIR sensors are expected to
improve significantly. This may allow waiving the use of expensive retroreflectors, and instead
using natural or cheap manmade hard targets.

Figure 4 is a summary chart generated by the Army Chemica M aterials Agency (CMA)
to compare different sensors for CWASs detection. Originally, this chart accurately quoted
detection limits of passive FTIR as used by the military. However, in some military operations
active systems can be utilized for confirmation purposes and to protect personnel. The range of
possible detection limits for an active OP-FTIR system was added to the CMA chart and is
displayed asred bars.
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Figure 4. Army chemical materia agency comparison among different sensors for CWAs detection.

The wide range of values depends on many measurement variables, such as source
temperature, source modulation, type of detector, type of infrared source (QC lasers, yet to be
developed, may provide unprecedented low detection limits), path length through the plume
relative to the optical path length, atmospheric condition and more. Yet, for each specific
measurement-and-system condition the detection limit can be accurately determined, screening
out unwanted false positive readings. Thiswill allow the users to enjoy the benefits of path
integrated measurements, i.e., better capture of the entire plume, and still make use of several
complementary sensitive point monitors for detection confirmation. These point monitors by
themselves (without path-integrated data) may bias — most typically by underestimation of the
extent of the plume— or worse, miss the entire plume. When multiple beams are scanned in
different directions and path-lengths, the recently developed radia plume mapping (RPM)
method can be applied to retrieve spatial gradients and profiles across the plume.

An OP-FTIR based RPM System, configured specifically to meet emergency response
(ER) needs, has recently been purchased by North Carolina s Department of Environment and
Natural Resources (DENR), after it was pre-approved by the Department of Homeland Security.
This ER-RPM system package included all instrumentation (Figure 5), computer hardware, and
rea-time RPM software necessary for rapid response and analysis of emergency situations. This



system can currently detect more than 100 TICs and CWAS, and has successfully passed areal-
time acceptance test in which unknown gases were introduced to the beam path.

ailP .
Figure 5. ER-RPM System, as sold to NC DEHNR

2. AEROSOL DETECTION AND IDENTIFICATION

In addition to the marked improvement in detection sensitivity, active sensors enjoy
another very important advantage over the passive sensors; they can sensitively and reliably
detect and identify aerosols. Low-vapor-pressure TICs, pesticides and CWAs may bereleased in
aerosol form, and these aerosolized compounds exhibit characteristic and unique IR spectra,
which can be measured and utilized for identification purposes. The following equation
describes the IR light extinction by a particle-gas mixture as a function of wavelength:

Al )=s (1) +s (1) >CL (1)
where, ¢ 4 is the absorption coefficient of the gas (mzlppm), L isthe optical pathlength of the IR

beam and C is the concentration (ppm). The wavelength-dependent extinction coefficient for the
particles, ., isgiven by:
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where, j denotes the particle size index, Q¢(*) isthe complex refractive index dependent
extinction efficiency, N is the particle number density, and d isthe particle diameter. At each
wavelength, the contributions of al particle sizes add to produce the total extinction due to
particles. The particles extinction contribution to the IR apparent absorbance spectrum can be
computed by multiplying the extinction coefficient by L.

Figure 6a, which shows a measured absorbance spectrum of a particle-gas mixture, is
intended to validate the above mathematical description. The field spectrum was measured using
an IMAAC OP-FTIR (Figure 5) with a 70-m pathlength and a two-second integration time. A
compressor and paint sprayer were used to aerosolize the compounds. The malathion pesticide
was sprayed with equal volumes of the hydrocarbon carrier. The malathion pesticideisalow
vapor pressure organophosphate similar to VX chemical agent both inits IR characteristics and
initsvolatility. A very small aerosol cloud was dispersed into the beam and the spectrum
recorded. There are two aspectsto figure 6a. The first is the wavel ength-dependent baseline
offset, which provides information about the presence of an aerosol plume in the optical beam.
The slope of the baseline offset appears slightly negative in this spectrum because of the very
fine aerosol mist. The very fine pesticide aerosol shows a stronger extinction contribution at the
higher frequency (shorter wavelength) end of the spectrum (slightly negative slope). This
pesticide employs a hydrocarbon carrier (exhibiting the 3000 cm-* H—C stretch mode). The
second, possibly more enlightening aspect is the derivative-like features in the 700-1400 cm'™*
fingerprint regional. These are aresult of the interdependence between the imaginary and real
parts of the complex refractive index in the vicinity of an absorption feature of the aerosolized
materid.

We examined a malathion vapor-phase spectrum courtesy of NIST (Figure 6b) to
demonstrate the lack of vapor-phase absorption features in the measured spectrum (low vapor
pressure). It should be noted that alarger concentration would be expected for hazardous
exposure levels, and we would expect to see spectral features due to vapor-phase absorption in
addition to the aerosol featuresin this case. However, avery small amount of CO was measured
from a distant generator. We also note that this technique can be used to determine the
relationship between carrier and active ingredient concentrations for instances when the carrier is
released alone.
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This pesticide employs an HC carrier (exhibiting the 3000 cnr! H-C stretch mode). Of particular relevance are the
aerosol features in the fingerprint region (700 to 1400 cmrl), which illustrate the interdependence of the real and
imaginary parts of the refractive index in the vicinity of an absorption feature (in the form of the derivative-like
shaped features). We also note a baseline offset due to the aerosol scattering; the aerosol containing pesticide
was very fine and shows a stronger extinction contribution at the higher-frequency (shorter wavelength) end of the
spectrum (slightly negative slope).

b. IR Absorbance Spectrum of Vapor -phase Malathion Pesticide
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Figure 6. Aerosolized malathion pesticide field spectrum (a) along with a reference spectrum of malathion vapor
(b).

Similar derivative-shaped features are expected for low-vapor-pressure chemical agents
such asVX. In asimulation performed by Flanigan (1985) the transmission of apure 5-um
mono-disperse VX aerosol was calculated for the 8-13 pum spectral region. The main derivative
feature of the VX between 9-10 um isvery similar to the measured malathion feature. Assuming
similar optical absorption and density properties for the two compounds, the minimum detection
level for VX over a200-m pathlength is estimated to be roughly 50pg/m?® in theliquid phase,



with atime resolution of 2 seconds. In such concentration we do not expect to see any gas-phase
features. However, in more acute exposure levels the gas phase may be detected, and support the
definitive identification of the chemical agent. These types of very sensitive identification
capabilities are feasible only with monostatic, stable, modulated OP-FTIR system.

It is expected that different compoundswill have unique signatures. The width of the
features will vary slightly with changesin aerosol size. Absorption by aerosol material (liquid or
solid), as expressed by the imaginary part of the complex refractive index, will occur at
particular wavelengths for different aerosol material, typically in the fingerprint region. In the
extinction spectrum of a suspended aerosol cloud this absorption will usually be represented by a
derivative-like shear of the spectrum baseline if size-dependent scattering occurs in the region. If
particles are very small or severa absorption lines are adjacent to each other, the absorption
feature in the extinction spectrum may look similar to typical gas absorption features
(Lorentzian). Regardless of the shape, the magnitude of the absorption feature must correlate
perfectly with the scattering baseline offset as both phenomena represent the presence of an
aerosol cloud. Inasimulation performed by our research team, VX aerosol extinction spectrum
was calculated for the 9501100 cm™ (9.1-10.5 mm) spectral region, using the known complex

refractive index spectrum of VX in this spectra region (Figure 7). Thisis compared to the
spectrum of the small amount of aerosolized malathion. Derivative-like features of the VX
spectrum are similar to the measured malathion features al'so shown in Figure 7.
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Figure 7. Simulated VX features ompared with measured malathion features.

It is noted that for VX, there are two derivative-like features in the 1100-950 cm’™ region,
whereas for malathion there is one between 1040-1000 cmi ™. Therisi ng side of the feature (or
shear) is specific to one type of aerosol in the specific spectral region in which it appears. Since
VX has two of these featuresin this region, the probability of detection and identification is very
high with minimal likelihood of false positive identification. The specific region of the shear is
independent of size distribution for alarge range of mean aerosol size, although the baseline
offset and feature’' s shape may vary with the amount of aerosol and the size distribution of
particles present in the optical beam. Like VX, malathion is an organophosphate with similarly
low vapor pressure (4x10° torr for malathion at 25°C and 6x10™ torr at 25°C for VX). Figure 8
shows the simulation of the VX features using the Mie theory for a normal distribution of aerosol
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sizeswith three different scenarios of mean (2—10 nm) particle diameter and standard deviation.
This Figure shows that the features mentioned above can be used for successful identification of
VX from spectra acquired in the IR region of 1100-950 cmt (9.1-10.5 nm). The resear ch team
has performed simulations of many more scenarios, including monodisperse VX aerosol, all of
which lead to the same conclusion.
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Figure 8. VX Spectral features for three different aerosol size distributions.

The research team has extensive experience in identifying several particulate materials
that can introduce false positive detection in the battle field. While a specific dust feature may

overlap one of the shear features of VX, the probability of having both shear features overlapped
by any other aerosol in the sameratio isvery remote.

CONCLUSION

This paper emphasi zes the superiority of the active OP-FTIR systems over the
passive systems in detection levels and data quality. Moreover, it disputesthe
misconceptions that are generally accepted for FTIR technologies. Our broader research
team (EPA, ARCADIS, AFRL, and other federal, academic, and private organizations)
includes many scientists with extensive experience (each between 15 and 25 years) in
optical remote sensing (ORS) techniques both for particul ate and gas phase measurements.
ARCADIS isthe long-term onsite contractor for EPA/ORD and was intimately involved in
all the ORSresearch conducted by the EPA in the last five years. Additionally, in the last
three years ARCADIS ORS group has been contracted by the Air Force (AFRL) and Army
(CERL) to perform ORS research and development. As aresult of these collaborations,
four projects funded by the DoD Strategic Environmental Research and Devel opment
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Program (SERDP) applying ORS techniques have materialized. In all of these activities,
new approaches for detection and identification of aerosolized and vaporized threats using
an active modulated OP-FTIR have been developed. Our research team is awaysin favor
of combining ORS and more conventional methods to enhance and improve detection and
identification capabilities. In light of these developments, revisiting a detection approach
that includes active OP-FTIR system is strongly recommended as many non-battlefield
detection applications have recently emerged.
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